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A Highly Backdrivable, Lightweight Knee Actuator
for Investigating Gait in Stroke
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Abstract�Many of those who survive a stroke develop a gait
disability known as stiff-knee gait (SKG). Characterized by re-
duced knee �exion angle during swing, people with SKG walk with
poor energy ef�ciency and asymmetry due to the compensatory
mechanisms required to clear the foot. Previous modeling studies
have shown that knee �exion activity directly before the foot leaves
the ground, and this should result in improved knee �exion angle
during swing. The goal of this research is to physically test this
hypothesis using robotic intervention. We developed a device that
is capable of assisting knee �exion torque before swing but feels im-
perceptible (transparent) for the rest of the gait cycle. This device
uses sheathed Bowden cable to control the de�ection of a compliant
torsional spring in a con�guration known as a Series Elastic Re-
mote Knee Actuator (SERKA). In this investigation, we describe
the design and evaluation of SERKA, which includes a pilot experi-
ment on stroke subjects. SERKA could supply a substantial torque
(12 N•m) in less than 20 ms, with a maximum torque of 41 N•m.
The device resisted knee �exion imperceptibly when desired, at less
than 1 N•m rms torque during normal gait. With the remote loca-
tion of the actuator, the user experiences a mass of only 1.2 kg on
the knee. We found that the device was capable of increasing both
peak knee �exion angle and velocity during gait in stroke subjects.
Thus, the SERKA is a valid experimental device that selectively
alters knee kinetics and kinematics in gait after stroke.

Index Terms�Compliant actuators, gait, orthotics, Series Elas-
tic Remote Knee Actuator (SERKA), stiff-knee gait (SKG), stroke.

I. INTRODUCTION

O F THE 700 000 people that suffer a stroke in the United
States each year [1], many will develop stiff-knee gait

(SKG). SKG is broadly defined as reduced knee flexion an-
gle of the affected limb during the swing phase when the foot
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leaves the ground [2]. Since one foot has difficulty clearing the
ground, SKG requires a number of asymmetric gait compen-
sations in order to clear the foot and prevent tripping. Some
of these compensations include pelvic tilt and lag, hip circum-
duction (raising the paretic hip during swing), and premature
heel rise of the unaffected foot [3]. This asymmetric gait could
lead to biomechanical issues, such as back pain, and affects aes-
thetics [4], which may play a role in the person’s self-image.
Both the increased moment of inertia of the paretic limb [5] and
slower cadence [6] reduce energy efficiency and, thus, heightens
fatigue.

Despite information indicating that abnormal activity of the
knee extensors causes SKG [7], [8], surgical interventions on
cerebral palsy patients have produced inconsistent improve-
ments. Treanor used femoral neurectomies and/or release of the
rectus femoris (RF) to decrease the effect of this hip flexor/knee
extensor muscle but found that only a third of the patients bene-
fited from such surgery [9]. Waters et al. performed tenotomies
(releasing of the tendon) of the RF and/or vastus intermedius on
32 subjects with SKG, which was found to help only 25% of
the patients [10]. More recently, Sung and Bang used Lidocaine
to block signals from the motor branch innervating the RF [11].
This procedure allowed greater knee flexion angle, but it also
caused improper knee flexion angle during stance.

Studies using computer modeling have given additional in-
sight into possible kinematic, kinetic, and muscular mechanisms
of SKG. Piazza and Delp found that knee flexion velocity at toe-
off contributed the most to peak knee flexion angle in gait [8].
A clinical study by Goldberg et al. examined the limbs of cere-
bral palsy patients, adding that excessive knee extension torque
during stance was the major cause of SKG [12]. Kerrigan et al.
examining stroke subjects concluded that hip flexion torque is
primarily responsible for peak knee flexion angle in swing [13].
Riley and Kerrigan found that knee angle was more sensitive
to torque at the knee than the hip during swing [14]. A later
study found that there are different impairments that can cause
SKG in each individual [15]. Models are limited, however, since
problems associated with stroke such as spasticity, contracture,
and muscle discoordination have yet to be accurately modeled.

Some of these modeling studies have identified that preswing
activity of the knee is a primary contributor to SKG [8], [12],
[16], and therefore, we should be able to reduce the negative
effects of SKG by selectively altering knee kinetics before the
foot leaves the ground. We hypothesize that increasing knee
flexion torque in preswing will create greater peak knee flex-
ion during swing, greater toe clearance and, thus, reduce the
necessity for energy-consuming gait compensations. While a
study on paraplegics by Greene and Granat shows that assisting
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both ankle and knee motion is necessary to reduce compensa-
tions [17], stroke patients have some residual strength in their
affected limb, which necessitates the individual joint approach.
By controlling knee flexion, we can directly evaluate the impor-
tance of preswing activity of the knee in SKG.

Researchers have developed many interesting ways to as-
sist lower limb motion. A number of research groups have
developed lower body exoskeletons using motors [18], [19],
hydraulics [20], and pneumatics [21], [22]. Hollander et al. cre-
ated a novel, lightweight system for ankle torque assistance
that stores energy in one phase of gait, and then, releases en-
ergy when needed [23]. Body-powered orthoses are practical
solutions to gait assistance [24] and have been combined with
functional electrical stimulation as well [25], yet these examples
are meant as solutions to the problem of impaired gait, whereas
our goal is to gain a greater understanding of the role of the knee
joint in SKG.

We need a device capable of applying torque to the knee dur-
ing the brief period before toe-off but remains imperceptible
during other stages of gait. The device must be as light as possi-
ble to reduce both the load on neighboring joints and metabolic
cost, but flexible enough to accommodate knee flexion in a vari-
ety of user locations on a treadmill. These specific requirements
necessitate a flexible, low-impedance, low-weight actuator.

McKibben actuators have many benefits including low
weight, high force/weight ratio, and flexibility. They have been
attached to an ankle foot orthosis and used effectively to provide
plantar flexion assistance during gait [26], [27]. Unfortunately,
these actuators have poor bandwidth compared with human ca-
pability and difficulty in providing large forces over large ranges
of motion [22], [28].

Motors, by contrast, are fast and accurate, yet have a poor
force/weight ratio. These issues are dealt with differently in
two motorized knee orthoses: the RoboKnee [29] and a “knee
perturbator” [30]. The RoboKnee uses a spring in series with
a ball screw and motor, which is known as a series elastic ac-
tuator [31]. This combination creates a low-weight and low-
impedance source of actuation fit for human interaction. The
design of the positional knee perturbator places the motor off
the leg in a tethered configuration by using sheathed (referred
to as Bowden) cable to actuate the joint. Remotely locating its
actuator reduces its weight on the leg. The most appropriate
design for our application is a modified combination of the two
aforementioned knee actuators.

Both the RoboKnee and knee perturbator have nonbackdriv-
able transmissions but deal with them differently. While the
Bowden cable transmission of the position-controlled knee per-
tubator has numerous advantages, its friction, which is caused
by cable moving in its sheath, reduces backdrivability and makes
control difficult. To offset this friction, a novel clutch system is
activated during walking. The RoboKnee also has a nonback-
drivable transmission but avoids control issues by attaching a
series elastic component between gearmotor output and the or-
thosis. In short, a Bowden cable transmission allows for remote
actuator placement, and its alignment with a spring in series pro-
vides the backdrivability necessary to account for errors due to
cable friction [32]. This solution is optimal for a treadmill walk-

ing situation requiring torque perturbations. We will refer to this
setup as a Series Elastic Remote Knee Actuator (SERKA).

This is not the first introduction of Bowden-cable-driven se-
ries elastic actuators for human interaction. For instance, re-
searchers at the University of Twente, Twente, The Netherlands,
developed lower extremity powered exoskeleton (LOPES) us-
ing a novel configuration of two stiff linear springs around a
joint [33]. Another exoskeleton at Sogang University uses lin-
ear springs in line with cables and around pulleys to actuate an
assistive device for the elderly [34]. However, as we show in
this paper, the configuration of SERKA is most suitable for its
application.

The purpose of this paper is to introduce and validate an ac-
tive knee orthosis constructed to selectively assist knee flexion
in subjects with SKG. We demonstrate how SERKA’s simple
design allows it to exert torque only when needed and has the
lowest weight of any active knee brace to our knowledge, with
a mass of 1.2 kg. It is capable of exerting up to 41 N•m torque in
less than voluntary movement time and has a torque bandwidth
beyond human capability. Finally, we show in a pilot experi-
ment that it is capable of increasing peak knee flexion angle
and velocity in stroke subjects and discuss its implications for a
subsequent experiment. The intervention will help identify im-
pairments and lead toward better treatment, rehabilitation, and
assistive technology.

II. DESIGN

Design criteria were centered on a lightweight device capa-
ble of assisting knee flexion torque before toe-off, and feeling
imperceptible during the remainder of the gait cycle (i.e., trans-
parent). For performance in reflex studies, the device needed to
produce substantial torque in less than human reflex latency of
30 ms [35]. In addition, based on unpublished data [36], 40 N•m
of flexion torque is needed to bend a paretic knee. The resulting
orthosis is shown in Fig. 1.

Design of the SERKA started with the knee brace. We chose to
modify an off-the-shelf knee orthosis (Axiom Sport Hi-Impact,
Bledsoe Brace Systems, Grand Prarie, TX) that can withstand
the 40 N•m torque applied by the actuator. The orthosis weighs
approximately 0.5 kg. The superstructure of the orthosis is made
from 7075-T6 Aluminum (�Y T S = 503 MPa), with a spring
steel reinforcement (�Y T S = 1590 MPa). Based on the design
in Fig. 1, we calculated that the brace would be able to withstand
stress with a safety factor of at least 2 in every failure mode.

The design of the orthosis incorporates an anterior shell that
prevents the brace from rotating around the leg by gripping
on the anteromedial tibia [37]. The superstructure and closed
cell foam padding of the orthosis also adequately distribute the
forces being applied to leg by the actuator. Zhang and Lee found
that the threshold for pressure sensation at the anteromedial tibia
is 0.58 MPa [38]. Approximately, a 3.22 cm2 surface area would
be required to adequately distribute the maximum 40 N•m being
applied to the leg; the design of the Axiom Sport Hi-Impact has
sufficient surface area to achieve this goal.

The orthosis employs a polycentric hinge, as well as a piv-
oting strap, to reduce migration [39]. The polycentric hinge is
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Fig. 1. (a) Structure of the commercial knee brace without padding or straps.
The dashed box indicates the close-up view shown in (b) and (c). (b) Close-up
of the torsional spring, along with (1) the spring-brace anchor attached to the
shank. (2) A Hall-effect goniometer, composed of an annular magnet fixed and
centered on the distal lateral hinge and a hall sensor attached to shank, measures
brace angle. Part (3) is the Bowden sheath-brace anchor, which is attached at
the thigh. The rest of the device is shown in (c), including the hub with a built-in
slot (4) for attachment to the spring. The position of the hub is controlled by
excursion of Spectra cable (5) wrapped and anchored to it. The cable passes
through Bowden sheath attached to the sheath-brace anchor using a custom-
made coupler (6). The hub rotates about a steel shaft (not shown) centered at
the distal lateral hinge. The angular displacement of the hub relative to the shaft
is measured by an encoder (7) coupled with the hub using a spring-suspension
platform. This platform keeps the encoder fixed to the shaft while the spring
deformation creates an increase in height (direction along rotation axis) of the
hub. Torque exerted by the device is determined by using the difference between
the angle measured by the encoder and that of the Hall-effect goniometer.

designed to match the instantaneous center of rotation of the
knee [40]. A polycentric hinge also reduces the stresses on the
internal structures of the knee joint [41]. The antimigration strap
fits tightly on the calf muscle and prevents brace slipping. This
strap lays over the triceps surae and purchases over the convex
shape of this muscle group. The other five straps provide addi-
tional friction to reduce distal translation of the orthosis [39].
Modifications to the orthosis have been made to attach the ac-
tuator to the distal (lower) lateral hinge.

The position of the knee brace was measured using an annular
magnet (Engineered Concepts, Birmingham, AL) centered on
the distal lateral hinge and a Hall-effect sensor (Allegro A3515,
Worcester, MA) fixed to the shank. Since the brace has geared
hinges, measuring the angle at the distal lateral hinge provides
enough information for the angle of the entire orthosis. The
brace position can be measured to a resolution of 0.2�/bit with
an accuracy of 0.41�.

The elastic element we used was a 24 N•m/rad torsional spring
(Oshkosh Coil Spring, Inc., Oshkosh, WI) made from 6.3 mm
(0.25 in) diameter spring steel. The spring was designed to be
compliant enough to account for position errors due to Bowden
cable friction, and strong enough to bend the knee of a stroke
subject during gait (40 N•m) [36]. Spring stiffness was mea-
sured using a lever arm and a load cell to measure force and
a goniometer to measure angular displacement. The stiffness is
far less than the high compliance version of an LOPES joint
(63.6 N•m/rad) [33].

One end of this spring is fixed to the shank portion of the knee
brace while the other is fixed to an aluminum hub surrounding
the 10 cm (4 in) diameter spring. Using a brass journal bearing,

the hub rotates around a stainless steel shaft attached through
the distal lateral hinge of the orthosis. The position of the hub
relative to the shaft is measured by a 5000 counts/revolution
optical encoder (Gurley Precision Instruments, Troy, NY). Due
to spring deformation, the hub must translate in the direction
of the rotation axis during operation, but the encoder cannot
translate on the shaft to follow the hub. To account for this
problem, we mounted the encoder on a platform suspended by
three compression springs and guided by shoulder bolts, thus
allowing translation of the hub relative to the encoder, but not
allowing relative rotation. In this configuration, the deflection
of the torsional spring and, therefore, the torque, is proportional
to the difference between the encoder angle and the brace angle.

Spectra cable (1.5 mm diameter, 3.3 kN test strength, Small
Parts, Inc., Miramar, FL) wrapping around the hub four times
before anchoring to it is used to create deflection in the spring.
Spectra is lightweight and soft, has very low friction and is
capable of wrapping around small radii [42], but it has also been
known to creep [43]. The current version of the SERKA only
operates in knee flexion, thus eliminating the need to pretension
the cable until use and, thereby, avoiding issues with creep.

The loss of output force due to friction through the
Bowden cable exponentially increases with both bending the
sheath and friction coefficient. This loss can be quantified
through the capstan equation

To = Tie��µ (1)

where To and Ti are the output and input tension, respectively,
� is the total angle of bending in the sheath, and µ is the friction
coefficient. Thus, keeping the sheath stiff will reduce bending
and hence frictional losses. We use a Bowden sheath with a
Teflon liner (2.5 mm ID) and steel coil reinforcement for greater
stiffness (Motion Pro, Inc., San Carlos, CA). Combined with
Spectra, the liner reduces friction considerably when compared
with steel–steel contact. Carlson et al. found a coefficient of
friction of 0.15 for steel–steel contact and 0.055 for Spectra–
Teflon [42]. Through (1), this equates to an 11% reduction in
losses due to friction.

The Bowden sheath is anchored to the thigh portion of the
brace using a custom-made coupler. The sheath is supported
by a sling on the treadmill bar. Together with the brace and
unsupported section of Bowden cable, the SERKA has a mass
of 1.2 kg.

Located away from the user, a 1.4-kW dc servomotor (Moog
G413-815, Inc., Blacksburg, VA), with a 5:1 gear reduction
(Apex Dynamics, Taiwan) mounted to a fixture, drives a hub
that anchors the opposite end of the cable. The motor has a peak
torque of 13.6 N•m when operating with three-phase, 230-V
power; the gear reduction has a 97% efficiency and 0.08�

backlash. Altogether, when connected to 120-V power supply,
the calculated peak actuator torque is 45 N•m [44]. This mo-
tor/gearbox combination was selected to optimize speed and
size while fulfilling the torque requirement. The motor and
servoamplifier (Moog T200 Servodrive) are controlled using a
custom-assembled PC104 stack containing a PC104 computer,
data acquisition card, and other supporting hardware. Control
software operates the PC104 target computer from a connected
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Fig. 2. Block diagram of the SERKA. The target computer uses a PID con-
troller to control the displacement of the cable relative to the brace angle.

laptop (host) using MATLAB XPC sampling at 1 kHz. The
motor, gearbox, amplifier, target, and host computer are all re-
motely mounted away from the user. A block diagram of the
device is shown in Fig. 2.

Flexion torque is exerted on the knee proportional to the de-
flection of the spring. Contrary to typical series elastic actuators,
the SERKA measures spring deflection, but it does not use it
for control due to the nonlinear transmission dynamics of the
Bowden cable. Instead, the motor operates in torque control,
using a PID controller to follow the position of the brace �,
when zero torque is desired (transparent mode). When applying
a torque perturbation, the motor changes its position � to an
offset (� � �) corresponding to a desired torque.

Torque is initiated based on contralateral heel strike and
ends at ipsilateral toe-off. Since both feet are making con-
tact with the ground during this period, it is known as double
support. These events are detected using the load cells from
an ADAL split-belt instrumented treadmill (Tecmachine, An-
drezieux Boutheon, France). These load cells located in each
belt can also be used to detect ground reaction forces of each
limb and, when combined with motion capture, to detect joint
kinetics and useful data for future experiments.

The SERKA has a number of safety mechanisms. Emergency
stops are available to both the subject and experimenter. Soft-
ware stops prevent the device from exerting torque at the wrong
time in the gait cycle. Although the brace actuates only in flex-
ion, the knee brace has a mechanical stop to prevent knee hyper-
extension. If the cable breaks, the spring returns to equilibrium,
and torque on the knee goes to zero.

In summary, we designed the SERKA to exert a torque
quickly or to exert no torque at all, depending on the stage
of gait. We performed calculations showing that the commer-
cial knee brace is strong enough to withstand the maximum
torque while still remaining comfortable. The motor and gear
reduction were designed to be strong enough to bend the knee of
an affected population, yet were fast and safe. The only weight
the user feels is of the elastic element and surrounding structure,
thus making the device lightweight and transparent.

III. PERFORMANCE

The performance of the device is based on exerting a torque
quickly and repeatedly, maintaining its orientation on the knee

Fig. 3. Step responses (each curve is the average of three trials) for low,
medium, and high torques. In this experiment, we measured torque by the
deflection in the spring.

TABLE I
TORQUE STEP RESPONSE OF THE SERKA

during operation and being transparent enough to be impercep-
tible while moving.

First, we tested how fast the device could exert torque; tests
were performed on a rigid plaster model of a leg. We wanted
the device to be able to be used to study reflexes; therefore, we
needed a small torque bandwidth of 8 Hz and a rise time faster
than human reflex latency, i.e., 30 ms [35]. We also wanted high
assistance torques to be faster than human reaction time thus
leading to a bandwidth of 4 Hz and speed faster than 150 ms
for large torques [35]. We gave three successive step inputs
lasting 100 ms spaced 3 s apart at low, medium, high, and
maximum torques. These values were based on what constitutes
a small flexion torque (4 N•m), peak flexion torque during typical
walking (12 N•m), upper level capability of the device (28 N•m),
and maximum torque (41 N•m), respectively. Fig. 3 shows the
average of the three step inputs for each of the four torque
levels. The 90% rise time and 5% settling time for both the
increase in torque and the decrease are shown in Table I. As
more effort is required of the actuator, rise time increases, with
fewer transients due to sheath friction. At low torques, however,
we observed 30% overshoot as a result of reduced friction at
small cable excursion. Maximum torque can be applied in less
than voluntary movement time, and in less than the time it takes
for a monosynaptic reflex, the device can exert typical maximum
knee flexion torques experienced in gait.

To measure torque bandwidth, we used a chirp torque in-
put applied by the motor. A chirp signal is a sine wave with
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Fig. 4. Bode plots of high and low torque amplitudes. Note that the output is
torque and the input is position (contrary to the more traditional input of torque
and output of position) since this is a series elastic actuator.

frequency linearly increasing over time; in this case, it is
60 s. With this slowly increasing frequency input, it was rather
straightforward to determine how performance changes in the
desired frequency operating range and beyond. We used two
different amplitudes: low (6 N•m amplitude, 6 N•m offset) and
high amplitudes (15 N•m amplitude, 6 N•m offset). Since the
goal for low torque bandwidth was 8 Hz, we tested using a chirp
input up to 16 Hz. Likewise, since the goal for high torque band-
width was 4 Hz, we tested an 8-Hz maximum chirp signal. The
SERKA was fully capable of producing torque at the maximum
frequency of both tests, as shown in the Bode plots of Fig. 4,
comparing desired deflection to measured torque. The noise at
low frequency comes from the smaller amount of low-frequency
input content in a chirp signal. In both cases, magnitude and
phase remain constant throughout the frequency range. Above
8 Hz in the low-torque case, the system gradually approaches a
resonance, but the resonant frequency is beyond 16 Hz.

Transparency is critical in this experiment, and our goal was
to create an actuator that feels imperceptible to the knee dur-
ing movement. One healthy subject gave informed consent. The
protocol was approved by the Northwestern University’s Institu-
tional Review Board guidelines. The subject wore the actuator,
commanded to exert zero torque, and walked at two speeds to
measure transparency. The first speed was 2.0 km/h, which is
about the average speed for SKG [15], and 4.0 km/h, which
is typical walking speed for a healthy adult. After walking for
60 s, the rms torque on the knee at 2.0 km/h was measured at
0.67 N•m and a value of 0.51 N•m at 4.0 km/h. Average peak
torques during these trials were 1.12 and 1.22 N•m for the slow
and typical walking speeds, respectively. The subject reported
that no resistance was perceived due to the device, meaning that
it was sufficiently transparent.

IV. PILOT EXPERIMENT

We wanted to evaluate how well the device performs in the
field. Therefore, we conducted a pilot test to examine if the
brace was strong enough to move the knee of stroke patients
during gait. We recruited five chronic stroke subjects with re-
duced knee flexion during gait and one healthy subject and
acquired informed consent in accordance with Northwestern

TABLE II
SUBJECT DATA

Fig. 5. Experimental setup where a subject wears a harness to be protected
from falls. Cables leading to device are for Bowden actuation and sensors, whose
weight is partially supported at the bar.

University’s Institutional Review Board guidelines to partici-
pate in this study. Subject data are shown in Table II. Inclusion
criteria were 1) reduced knee flexion during swing; 2) left-side
hemiparesis; 3) ability to ambulate without assistance such as a
cane; and 4) ability to provide informed consent.

Each subject walked on a split-belt treadmill while wearing
the device on their paretic limb and a harness to prevent falling
(see Fig. 5). Each subject walked for 60 s per trial at 2.0 km/h
(for the first 20 s, no forces were applied). The load cell infor-
mation was fed into the target computer to detect gait events.
Torque rose to its desired level upon contralateral heel strike
and then returned to zero upon ipsilateral toe-off. Each subject
experienced various increasing assistance levels that remained
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Fig. 6. Flexion assistance increases knee flexion angle and velocity during
swing in a healthy subject (H). The thin lines represent when the robot was
programmed to behave transparently, and as the thickness increases and the
lines darken, the torque rises. The dashed line represents walking without any
assistance. Each line is the average of approximately 20 steps. Gait cycle begins
and ends at ipsilateral (left) foot strike.

Fig. 7. In subject S2, the assistance increased knee flexion angle during swing
phase.

at a constant value within each trial. The amount of assistance
was determined by visual inspection of knee flexion angle, thus
gradually increasing to try and reach “normal” knee flexion. We
measured migration of the brace after each trial and asked each
subject for their evaluation of the comfort of the device.

The SERKA was capable of increasing knee flexion angle,
but each subject reacted to the assistance differently. Figs. 6–8
illustrate how assistance for the healthy subject and two stroke
subjects differ from each other in both knee flexion angle and
knee flexion velocity.

A. Subject H

For the healthy subject (subject H; see Fig. 6), peak knee flex-
ion and knee flexion velocity increased with increasing assis-
tance. Peak knee flexion angle increased 27�, and peak velocity
increased 214�/s from the control trial. Knee flexion velocity
initially rose with assistance but converged to the control veloc-
ity by toe-off. Double support lasted for an average of 17% of
the gait cycle.

Fig. 8. In subject S5, knee flexion angle and velocity increase during the
assistance, but the kinematics return to their typical values once the assistance
stops.

B. Subject S2

For the stroke subject (subject S2; see Fig. 7), knee flexion
angle was affected throughout the gait cycle by the increase in
assistance. This subject, who is only three years poststroke, was
capable of voluntary knee flexion while seated or standing but
only with significant effort. The subject wore a hinged ankle-
foot orthosis that permitted only ankle plantar and dorsiflexion.

The SERKA was successful at increasing knee flexion angle
during swing phase in subject S2. Knee flexion angle increased
to its greatest extent while torque was being applied, but its
effect lasted throughout the swing period. Peak knee flexion
angle monotonically increased with torque, which is a total of
72� from the control trial. In addition, knee angle during the
entire gait cycle increased a small amount as trials progressed.

Knee flexion velocity increased as torque applied increased
(peak flexion velocity increased 435�/s) but not monotonically;
30 N•m assistance resulted in the same velocity profile as
15 N•m assistance. While the assistance increased velocity dur-
ing preswing, at toe-off the velocity did not change from the
control trial. Double support was similar to subject H, i.e., 18%.

C. Subject S5

For subject S5 in Fig. 8, flexion angle and velocity only
increased during assistance. This subject, who is 27 years post-
stroke, was not able to voluntarily bend his knee whether stand-
ing or seated and had increased resistance in his quadriceps
(modified Ashworth of 2 out of 4). The subject did not wear an
ankle-foot orthosis.

The device was successful at increasing knee flexion angle in
subject S5, but this effect did not last beyond the period of assis-
tance. Directly after assistance, the knee position reverted back
to the subject’s original gait patterns. As with subject S2 (see
Fig. 7), there is a slight offset increase in flexion angle through-
out the gait cycle as trials progressed. This offset increase was
not seen in any other subjects. Peak knee flexion angle increased
43� from control at maximum assistance.
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Fig. 9. For all stroke subjects, knee flexion assistance increased range of
motion. Labels on plot correspond to subject data in Table II. Each data point
represents the average peak parameters of about 20 steps. Since each step taken
causally affects the following step, observations of peak gait parameters are not
independent, and variability such as standard deviation is not useful. Therefore,
only averages are given.

Knee flexion velocity also increased, and like flexion angle,
the effect only lasted during assistance. Peak knee flexion ve-
locity occurred at the same point in gait cycle as the control trial
in the beginning of the double support period. Peak flexion ve-
locity increased 437�/s with assistance. Double support period
was longer than in any other subjects, which is about 21% of
the gait cycle. In this case, the increase in knee flexion velocity
preswing did not affect knee flexion angle during swing.

D. All Subjects

Comfort and migration were monitored for all subjects.
Throughout the trials, there was no measurable migration. Sub-
jects were repeatedly asked about comfort, and on one occasion,
small adjustments were necessary to relieve the tension in the
straps, which alleviated any discomfort.

Given the variable bending of the cable sheath during gait,
friction could play a role in reducing repeatability. We averaged
the standard deviation during torque trials over all subjects and
found an average variability of 0.48 N•m, which is an impercep-
tible value.

All of the subjects experienced an increase in both knee flex-
ion angle and velocity, despite different reactions to the distur-
bance. Fig. 9 shows a comparison of knee range of motion, and
Fig. 10 shows velocity against the assistance torque, both nor-
malized to the predicted maximum knee flexion torque based on
the subjects’ height, weight, and gait speed [45]. For instance, a
normalized torque of 2 is twice the predicted knee torque neces-
sary at a given speed. It should be noted that the torque exerted
on subject S1 is estimated from previous data since the encoder
connection failed during that test.

Consistent with the previous three subjects, the knee flexion
assistance increased peak knee flexion and, as a result, range of
motion during gait. Subject S2 experienced the greatest increase
in range of motion, and subject S3 increased the least. Taking all
subjects into account, knee flexion angle increases significantly
with torque assistance (linear regression, p � 0.005).

Fig. 10. For all stroke subjects, knee flexion velocity also increased signif-
icantly with increasing torque. Labels on plot correspond to subject data in
Table II.

Knee flexion velocity also significantly increased in all stroke
subjects with flexion torque assistance (p � 0.005) using a lin-
ear regression. Similar to range of motion data, subject S3 had
the lowest increase in velocity, and subject S2 had the high-
est increase. However, knee flexion velocity at toe-off did not
increase significantly with assistance, nor did knee flexion ve-
locity at toe-off correlate with peak knee flexion during swing
(linear regression, p = 0.18). This appears to be contrary to a
number of modeling studies [8], [12], [46]. Instead, peak knee
flexion velocity occurred approximately half-way into preswing
(average of 47% of preswing, standard deviation of 30%).

V. DISCUSSION AND CONCLUSION

The overall goal of the SERKA is use as a scientific tool for
understanding SKG. This paper introduces the device, details
its performance, and then covers a pilot experiment comparing
stroke subjects to a healthy subject.

A. Design and Performance

Given our design considerations, there is no device to our
knowledge that is better fit for our application of selectively
assisting knee flexion torque during gait. The only weight on
the user is the brace, elastic element, and support structure. The
compliance of the spring allows transparency that is, measured
at less than 1 N•m of rms torque during typical walking.
The speed and bandwidth were within design criteria. The
commercial knee brace chosen was generally comfortable for
subjects and did not migrate on the leg.

The resulting weight of the device was 1.2 kg on the leg.
Weight minimization is important; a previous study using an
active knee orthosis weighing over 3 kg has shown to affect hip,
knee, and ankle kinematics in both limbs of a healthy subject
[47]. The effect was most pronounced under asymmetrically
loaded conditions. The SERKA’s effect on gait will be examined
in future study.

The Bowden sheath and cable design was centered on friction
reduction. The Spectra cable and Teflon-lined sheath reduce
friction when compared with steel–steel contact. While avoiding
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